Unsuitability of laser nephelometer in the evaluation of factor VIII antigen.
We developed assays for the measurement of Factor VIII in a Laser Nephelometer and the results were compared with those obtained by conventional immunological methods. Marked discrepancies were obtained using different antisera and only the Dako antiserum lot 42 B yielded satisfactory results. Other antisera used (other lots of Dako antiserum, Behringwerke antiserum and Immunoscientific antiserum) failed to yield satisfactory results. From our data it seems that Laser Nephelometer has no role in the evaluation of Factor VIII complex. Statements to the contrary have to be accepted with great caution.